TUCSON POLICE DEPARTMENT
CRIME LABORATORY 4
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

4 15 _Serial # %4 003336 _ certifies by her signature;

on__ g2/ 19 JoA . witharesultof .0Z8AC. 0. OFEC.

and on & /X5 [OF. with a result of p.0F4AC. 0.0fF AC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from 0.070 AC. to 0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported conceming this instrument between these
two dates. %’Lﬁ M—

Irene Doran

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

YA i 3 )
¢ 2, 2LIC - ARIZOMA 3 . 2004,

2IM4 COUNTY
Zamm Exmtes Sept 402004

¢

Notary Public EE s
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THIS REPORT PREPARED PURSUANT TO DUTY IMPUSED EBY
A.A.C. R9-14-404(3)

ARIZONA DEFARTMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE Paﬂcznunzs,éh
INTOXILYZER KODEL 5000%

scency Tucson Police  ga SPECTALIST _ L /CA¢ DOz /7 /;ééjﬁggz

(Print Name) i
INTOXILYZER SERIAL # (16 pt-00233C Locarios [y o D&
DATE_ FEh7ddry /7 19 2p0oY TIME U5

o Display reads "READY TO START'" or "PUSH BUTTON TO START
' TEST."

DIAGNOSTIC TESTS
OVM Test check. Setting should be batween .200 and
_600. Mode selection switch S2 on, S1 and §3 off or
— keyboard menu selection "H". Reading is sy iy
=/ Display Test check. Mode selectilon switch S1 aon and S32
and S3 off or keyboard menu selection "V'.
:£§ frinter Test check. Hode selection switch S1,; 52, S3
off or keyboard menu selection "P".
hgéZf#_ Clock time check. Mode selection swWitch S10 on or
keyboard menu selection "E". Z
el Date check. Mode selection switch S11 on or keyboard
menu sslection "E".

OPERATIONAL TESTS N
Alconol fres subject Test result g0.c00o0 AC
Error recognition leogic system functioning
5 sInvalid test printed
13£ ?ragﬁr sample recognition system
Invalid sample printed v
~Deficient szmple printed
N/A Completeness of sample purge with collection tubex*
' _—~_ cCalibration standard 0.08%2 ac
“AE—  pesults: 0.0784c * 007840 o
ES '.'-:|

Instrument operating properly and accurately. ¥

COMMENTS:

SIGHATURE O%Lé’.. Q\Ev) Oal
J%? - f&_ g

ey
: N pﬁ:"Ealcchal concentration standard collected for subsequent
analysis.»w

*WITH OR WITEOUT VAPOR RECIRCULATION AND WITH OR WITHQUT XEYBOARD
**xTHIS STEP IS ONLY REQUIRED IF THEIS DEVICE I8 BEING USED FOR
BAMPLE CAPTURE. -

DHS/DSLS/Form C117 (Rev.7-33)
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THIS REPORT PREPARED PURSBUANT TO DUTY IMPOSED BY
A.A.C. R3-14-404(A)

ARIZONA DEPARTMENT OF HEALTH BERVICES

BETANDARD QUALITY ASHURANCE PRDCEDEREEﬁ&h
INTOXILYZER MODEL 5000% b

ETANDARD CALIBRATION CHECK PROCEDURE

Tucson Police Department Date <X /180 Time O75%

Intoxilyzer Serial#@{)fbﬁ’-— 003336 L,ocation Jram (V. OVE

QA Specialist pphg PDomr 2o 33/

707 1.

&;ﬂiﬁ 2.
(AT

i
SIGNATURE

(Print Name)
Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
standard wvalue: 0./05D AC
Turn on the simulator and allow the temperature to
reach 34°C+.2°C.
Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on kevboard menu.
Attach simulator to the simulator entrance port on the
Intoxilyzer.
Intoxilyzer 5000 display reads "READY TO START" or
WpUSH BUTTOH".
Push Start Test button or press enter on keyboard.
Insert card in response to display.
2ir blank completed.
Calibration check completed.
Test results 0.07¢ +—n07¢ AC
Air blank completed.
When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
Return mode selection switch #9 to off position after
all calihration checks are complete or type Q and enter
on ybhoard. :

T ——

—

+¥ITHE OR WITHEOUT VAPOR RECIRCULATION AND WITE OR WITHOUT EEYBOARD

DHS/DSLS/Form Cll6 (Rev.7-93)
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TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. RI-14-404(3)

BIHIBIT Q

ARYIZONA DEPARTMENT OF HEALTE BERVICES

STANDARD QUALITY ASSURANCE PROCEZDURES
INTOXILYZER MWODEL 5000% ﬂgh

scpyey Tucson Bolice Qn SPECTALIST Trene Dorsn é%é£53/)
{Print Name

; )
IHTC‘XILIEF_R SERTAL m&‘?{_ﬁﬁja‘ﬁ' {a mcj;glcg ﬁ lf;{_’?- ./Lff'{:?

DATE i bruarny S5 18 Jppo¥  TIHE
7 T
N q’é é Display reads "RFADY TO START!" or HEISH BIOTTON TO START

TEST"

DTACNOSTIC TESTS
= DUM Test check. Setting should be batween .200 and
_§00. Mode selection switch 82 en, 51 and 53 off or
keyboard menu selection WEM . Reading is _# IXY ;
Sy pDisplay Test check. Mode selection switch S1 on and 52

and S3 off or keyboard menud selection "V".

vl Drinter Test chsck. Hode seslection ewiteh 51, 82, 83
off or keyboard menu salectiaon "B".

- Clock time chack. Mode sslsction switch S10 on or

— e

keypboard menu selection "E". :
=0 Date check. Mode selsction switch S11 on or keyboard
menu selection "E".

CPERATIONAYL, TESTS

40 Alcohol free subject Test rasult 0.J09 AC

L Error recognition logic system functioning
Tnvalid test printed

L Proper sample recognition system

; Invalid sample printed dg
i Deficient sample printed-AJ”
j N/A Completsness of sample purge with collection tuha**
i g Calibration standard 0.0£0 AC
Results: 0. pf 4 A4C ¥+ O.08F7AC /
Tnstrument operating properly and accurately. YESZ KO

COMMENTS :

A z
SIGNATURE Wﬁﬁy?&@xﬂ

__-'%J-'Q_L_Mélﬂﬂhﬂl concentration standard collected for subsequent
Zanalysis. k%

- 48y TTE OR WITEOUT VAPOR RECIRCULATION AND WITE OR WITEOUT KEYBORARD

*+THIH HBTEP IE ONLY REQUIRED IF THLSH DEVICE I8 BEING USED FOR
BEAMPLE CAFPTURE.

DHS/DSLS/Form C117 (Rev.7-93)
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Tucson Police Department Crime Laboratory
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STETIDIT P NI4T

TEIS REPORT PREPARED PURSUANT TO DOUTY IHPOEED BY
A.A.C. R3-14—404(2)

ARIZONA DEPARTHMENT OF HEALTE BFRNFICES

ETANDARD QUALITY ASSURRNCE PROACENGIAZ
INTOITLYZER MODEL 3000%

A4

STANDARD CALISRATION CEZCK PROCZDURE A5

Agency _TUucsoh Police Nepartment Date 25 fOY Tine SOOO
I;taxilyzer Sa:ia1#C _fOFFF6 Location DT Aa
QA Specialist Jrrne Loram (‘;@53;)

{Print Hazm=)

(A5 1. Pour a standard alcohol solution of Known value ing
clean dry simulateor jar and assemble The simulator.
Tnsure that a tight seal has besn zads.
standard valus: 0.080 Ac

AJ) 2. Turn on the simulator and allew the tezperature o
reach 3I4°C+.2°C.

(I 3. Set Tntaxilyzer mode selection in the ACA mode by
cwitching mode sszlesction switch #5 on or salecting "c"
ol keyhboard manu.

(XY 4. Attach simulator to the simulator sntrance port on the

Intoxilyzer.
‘Jgﬁzjfﬁ’é, Intoxilyzer 5000 display reads "READY TO START'" or
nBIISH BUTTON".

ateET) 6. Push Starc Test hutton or prass enter on keyhaoard.
Hﬁd*JHT 7  Tnsert card in response to display
AT 8. ARir blanx completed.

Art_afs 9. Calibration chack completed.
Test results 0.087 + 0.487 AC .
8} 10. Air blank completad.
AT LL- Wnen display reads Test Complete remove esvidence card.
. Attach thes card to the complated chacklist.
(AaT 12. Return mode salection switch #9 to off position a2zt
-4 21l calibration checks are complete or type and =
on kayboard.

SIGNATURE QM,&. M
=

*+wWITE OR WITECQUT VAPOR RECIRCULATION AND WITE OR WITEQUT XEZYEBOARD

ful
e

b
(4
H

DHS/DSLS/Form CLl1& (Rev.7-93)




